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ABSTRACT  
 
The vascular accesses to hemodialysis patients usually are through 
arteriovenous fistula (AVF) or synthetic grafts. The analyses of 
recirculation zones, stagnation points, secondary flow and low and high 
shear stress are very important points to study for understand the 
hemodynamic local in arteriovenous fistula. In this work, it was analyzed 
through computational fluid dynamics the streamlines in AVF and it was 
compared with the literature results. The flow patterns were visualized 
under steady and unsteady condition with Reynolds number ranging from 
100 up 600. The results obtained from CFD were very similar with the 
literature results. The flow becomes more chaotic when the Reynolds 
number increases. Vortex can be seen in anastomosis region, occupying all 
transversal section of the artery. Thus, the results obtained using CFD look 




















da artery diameter, mm 
danas    anastomosis diameter, mm 
dv vein diameter, mm 
p pressure, Pa 
Re    Reynolds number a  
 t         time, s 
 V       velocity, m/s 
  
Greek symbols  
 
 ∇ gradient operator a 
 µ dynamics viscosity, Pa.s 
 ν kinematic viscosity, m²/s 








Vascular access should satisfy three criteria: 
first, it should be suitable for repetitive circulatory 
access; second, it should allow for a blood flow 
suitable to conducting high efficiency dialysis, and 
third, it should minimize treatment complications 
(Schwab et al., 2001). The vascular access for 
hemodialysis patients usually is through native 
arteriovenous fistula (AVF) or synthetic grafts to 
allow adequate blood flow during the dialysis session 
(Yerdel et al., 1997). The AVF is created by vascular 
surgeon when occurs fail in the kidney. After creating 
the AVF, blood flow rate slowly progresses and 
reaches an average of 1200 ml min-1 after maturation 
(Wedgwood et al., 1984). Due this alteration in blood 
flow under the artery, it needs to respond the new 
hemodynamic environment creating a normal 
adaptation or pathological disease. Common 
complications are formation of stenosis, thrombosis 
and aneurysms (Van et al., 2005). These 
complications show tendency to develop at specific 
sites, thus suggests that the geometry of the fistula 
Tecnologia/Technology Oliveira, et al. Comparison of Flow Patterns in the … 
 
8 Engenharia Térmica (Thermal Engineering), Vol. 14 • No. 2 • December 2015 • p. 07-11 
 
and the resulting local hemodynamic conditions have 
a role to play in the aetiology of these disease 
(Sivanesan et al., 1999). 
According to exposed above, it was used the 
computational fluid dynamic (CFD) to analyses the 
flow patterns in AVF. To analyze the flow patterns in 
AVF, the data were obtained from Sivanesan et al. 
(1999) entitled: Flow patterns in the radiocephalic 
arteriovenous fistula: an in vitro study. The 
comparison of the flow patterns were performed 
between the planar illuminations of micro-particles 
suspended in the fluid obtained experimentally 
(Sivanesa et al., 1999) and the streamlines obtained in 
sílico. Steady and pulsatile flow studies were 
performed over a range of flow conditions 
corresponding to those recorded in patients. Thus, the 
aim of this paper is understand a little bit the flow 
patterns in the radiocephalic arteriovenous fistula and 
their possible contribution to the development of 




As mentioned above, the data used for the 
simulation were obtained from Sivanesan et al. 
(1999). The choice for AVF is due to their longer 
operating, the low rate of complications and easy to 
care for these complications (Bhandari et al., 1995; 





The model was based on the geometrical data 
obtained from bi-planar fistulograms (Sivanesan et 
al., 1999). The diameter of the vein and artery 
segments was 7.0 and 4.5 mm, respectively (diameter 
ratio of 1.6) and the anastomosis angle was 30º 
(Figure 1a). In this work and as a first approach, all 
vessel walls were assumed to be rigid and the blood 
flow was considered Newtonian, incompressible and 
homogenous. Tridimensional mesh was constructed 
in AVF. Tetrahedral mesh was developed in the 
artery and in the vein with a refining in the 
anastomosis region, coming down to 390.012 
volumes (Figure 1b). The mesh was refined until the 
flow parameters did not change any further, or rather 
the results presented in this investigation are meshing 
independent. 
 
Numerical Model and Flow Conditions 
 
Mathematic governing equations for 
incompressible flow and according to the literature 
(Fox et al., 2006), are presented below: 









Figure 1. Schematic representation of an AVF: (a) 
end-to-side model; (b) tetrahedral mesh 
representation. 
 












µρ  (2) 
  
The CFD code based on the finite volume 
method (Fluent 6.2.16 Academic License) was used 
in this study. Discretization of the governing 
equations at each control volume involved a first 
order upwind differencing scheme. The resulting 
system of algebraic equation was solved iteratively 
using a procedure based on the semi-implicit 
SIMPLE algorithm. In the AVF model, the inlet 
velocity profiles were maintained uniform across the 
inlet cross section. The outlet condition requires that 
velocity gradients in flow direction be zero. This 
condition is acceptable due to the outlet boundary 
having been located far downstream from the 
junction. The no slip condition was applied to all the 
walls. Fluid properties were assumed according to the 
literature (Sivanesan et al., 1999): ρ = 1190 kg/m³ 
and  µ = 6.783 mPa.s. These values were altered due 
the refractive index of tube in experimental model 
(Sivanesan et al., 1999). The flow patterns were 
visualized under steady and unsteady flow condition 
with Reynolds number ranging from 100 to 600. For 
unsteady flow condition the used velocity waveform 
is showed in the Figure 2. This figure is typical of 
those recorded in actual AVF. The specific points I, 
II and III showed in the cycle (Figure 2) are those 
used to plot the results. The proximal to distal artery 
flow ratio of 3:1.  
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Figure 2. Velocity waveform obtained from 
intraoperative recording patients.  
 
The wall shear stresses were plotted on the floor 
of the artery between the following values: -10 to 10 
mm relative to the center of the anastomosis 




Figure 3. Velocity waveform obtained from 




The Figures 4 and 5 show the steady flow 
patterns in the y-z and x-z at Reynolds number of 
100, 300 and 600 in the vein, with the distal artery 
occluded and PI of 0.44. At the artery inlet as 
determined by mass balance calculations. These 
figures show a comparison of the flow visualization 
presented by Sivanesan et al. (1999) and those 
obtained in this work by computational fluid 
dynamics. 
 
Steady Flow – Streamlines 
 
The Figures 4a, 4c and 5a show visualization 
flow obtained from Sivanesan et al. (1999). The 
Figures 4b, 4d and 5b show visualization flow 
obtained through CFD used in this work. There is a 
similarity in the Figures 4a and 4b. In this figure, the 
Reynolds number is 100 and the artery velocity inlet 
is 0.197 m/s. The flow patterns are highly stable. 
When the flow enters in the anastomosis, it separates 
at the heel where a vortex with a anticlockwise 
rotation can be seen. When viewed in the x-z plane, 
the vortices can be seen to be symmetrical about the 
mid plane of the artery. The Figures 4c and 4d for 
Reynolds number 300 and the velocity inlet 0.590 
m/s, the flow patterns are very similar. Besides that, 
the fluid motion becomes increasingly chaotic. The 
Figures 5a and 5b show a disorganized structure in 
the artery and in the vein, in this case, the artery 







Figure 4. Flow patterns in the planes y-z (top) and x-z 
(bottom) under steady flow conditions with the distal 
artery occluded: (a) and (b) Re = 100 and (c) and (d) 
Re = 300. 
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Figure 5. Flow patterns in the planes y-z (top) and x-z 
(bottom) under steady flow conditions with the distal 
artery occluded: (a) and (b) Re = 600. 
 
Unsteady flow – streamlines 
 
The Figures 6 and 7 shows the flow patterns at 
three specific points in the cycle (proximal to distal 
artery flow ration 3:1, period of the cycle of 1s). It 
can be seen that in the specific point I there is not 
vortices in anastomosis region. However, in the 
specific points II and III, the vortices appear and the 
helical movement in the vein appears in these times. 
The main difference appears to occur in the vortex of 




Figure 6. Pulsatile flow patterns at one specific point 
in the cyclo (ratio of proximal-to-distal artery flow 
was 3:1): a was withdrawn from Sivanesan et al., 







Figure 7. Pulsatile flow patterns at two specific 
points in the cycle (ratio of proximal-to-distal artery 
flow was 3:1): c and e were withdrawn from 
Sivanesan et al., (1999) and d and f are result 
obtained in this paper. 
 
Wall Shear Stress on the Artery Floor 
 
The Figure 8 shows the values of wall shear 
stresses along the artery floor in the range from -10 to 
10 mm relative of center of anastomosis. It can be 
seen the mean and oscillatory values of wall shear 
stresses during the cycle. The oscillatory values of 
wall shear stress are those maximum and minimum 
values occurred for all cycle. The vertical bars denote 
the maximum and minimum values of wall shear 
stress. The magnitudes of the mean and oscillatory 
wall shear stress are highest within the anastomosis, 
reaching peak values of 14 Pa. 
 
 




In this work, it was analyzed several situations 
of the flow during the cycle obtained from 
intraoperative patients. The steady and unsteady 
flows were analyzed through the flow patterns and 
the distribution of wall shear stress on the artery 
floor.  
The hemodynamic condition is strongly 
indicated as a major factor for vascular remodeling 
and neointima formation (Salam et al., 1996). Flow 
disturbances and turbulence have been indicated to 
influence intimal-medial thickening (Fillinger et al., 
1989) and endothelial cell turnover (Davies et al., 
(a) 
(b) 
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1986). Local blood flow conditions seem to be 
important also in atherosclerosis plaque formation 
(Nerem, 1991). Studies show that when wall shear 
stress is low and oscillating, and there are zones of 
shear stress spatial gradients, vessel walls are more 
prone to vascular damage. The creation of AVF leads 
to a complex hemodynamic conditions. The shunt 
created in AVF alters the blood movement and 
increase blood flow rate. The blood flow change 
rapidly of the direction and as result can cause 
changes in the vascular wall responsible for vascular 
remodeling, narrowing or dilation of the venous side 
(Bogdan et al., 2001).  
The Figures 4, 5, 6 and 7 show the flow patterns 
in AVF under steady and unsteady conditions. The 
flow pattern is very similar between them, but it can 
be seen that the vortices fluctuate during the cycle. 
The appearance and disappearance of the vortex leads 
to regions of recirculation and stagnation points in the 
anastomotic region. The shear stress presents an 
oscillatory behavior on the artery floor. Possibly, this 
oscillatory behavior may disrupt endothelial cells, 
making this region more susceptible to the formation 
of atherosclerotic plaques. It is necessary to improve 
the boundary conditions used in this article so that we 
can better discuss the influence of hemodynamic 
forces on the vessel wall. 
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